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historically been applied to non-ophthalmic applications. However, in 2005 a CS was developed to measure the topography of the human cornea [13, 14] . And only last year, a CS was developed to measure ocular aberrations with a performance comparable to a SH sensor [10] .
Curvature sensors may present distinct advantages for ocular wavefront sensing over other techniques.
Due to the differential nature of the CS's signal, it is expected it to be less affected by ocular scattering and speckle noise [15] . Also, unlike the SH sensor, whose sampling is limited by the number and pitch of the lenslet sub-apertures, one might exploit high resolution imaging detectors (eg. CCDs) to achieve a sampling that is only limited by the resolution of the detector itself.
In this paper we describe an alternative implementation of a CS not previously applied to the eye, together with a reconstruction algorithm [1] similar to that in reference [16] , but using two defocused images instead of only one. The aim of this paper is to describe this implementation, show calibration data and to show that the quality of the signal permits our algorithm to reconstruct wavefronts that are in line with expectations when comparing them with the subjects' known prescriptions. Our current purpose does not stretch out to explore the limitations on the technique imposed by the boundary conditions, scattering or speckle present on the sensor. More information on some of these topics can be found in references [15, 17] . Future work will address these issues in more detail. This work must be regarded as a feasibility study, not as a full characterisation of the sensor.
In curvature sensing two measurements of the intensity distribution of a beam along the direction of propagation are recorded. Reference [18] and references within show that the normalized difference between those two intensities is proportional to the Laplacian (i.e. curvature) of the wavefront within the pupil, and to the normal derivative of the wavefront along the pupil boundary. The curvature signal S is defined as the point-to-point contrast between the two recorded intensities:
where I 1 (x, y, ∆z) and I 2 (x, y, −∆z) are the intensity distributions in planes P 1 (x, y, ∆z) and P 2 (x, y, −∆z), respectively, ∆z is the distance between planes P 1 (x, y, ∆z) and
is the wavefront distribution at P (x, y, 0), ∂/∂n is the normal derivative operator,
is the Laplacian operator, P is the pupil transmittance function (1 inside the pupil and 0 outside), and δ c is a circular Dirac delta distribution at the pupil boundary. The arguments were omitted from Eq. 1 for clarity.
Optical Set-up
The design proposed for curvature sensing allows two symmetrically defocused pupil images to be taken simultaneously, without the need to either switch between two different physical planes or to synchronise and calibrate two cameras. The optical set-up is depicted in Fig The relative path length difference introduced by the BSS together with the opposing powers of the FLs result in a physical separation between the two pupil conjugates P . When the camera is positioned conjugate to the plane halfway between the two conjugates P , two symmetrically defocused pupil images are obtained. The planes P 1 and P 2 , corresponding to the two defocused images I 1 and I 2 are conjugates of a plane behind (P 1 ) and in front (P 2 ) of the pupil of the eye P. By changing the power of F L the sensor's sensitivity can be tuned by effectively varying the amount of separation between P 1 and P 2 (2∆z in Eq. 1). Thus, this design permits to change the sensors' sensitivity without altering the magnification of the beam in the sensing plane. In this case one does not need to be concerned with the change of pixel sampling as the sensitivity is changed. Nor is there a risk of the beam size increasing beyond the physical size of the detector.
Starting with the beam displacement introduced by the beam separator, it is easy to show that the separation between the object planes relative to the pupil plane (∆z) can be increased or decreased by varying the powers of the field lenses and/or by reversing their positions. The plane separation ∆z is related to the focal length of CL 2 and the focal length of the field lenses (±f F L ) by
where f is the focal length of CL 2 , and d BS is the axial displacement of the two beams due to the beam separator.
In fact, realistic values for the focal lengths of the field lenses restrict the achievable plane separations. In effect, a range of 34 mm to 4 km is achievable with the use of field lenses ranging from 1000 mm to 10 mm with 200 mm focal lengths for CL 2 and 12 mm separation introduced by BSS. Although, in practise, beams with several diopters of vergence may be vignetted imposing further constrains to the actual dynamic range of a particular system. This will depend on the particular design of the system, including lens apertures and size of the CCD detector. Care must be taken when designing such a system that these constrains are understood and vignetting does not occur. In the absence of vingetting the dynamic range of the system will be set by ∆z alone [19] .
For the current system parameters ∆z = 86mm in accordance with Eq. 2. This value was later experimentally fine tuned as described in Section 4. The system response was experimentally validated to ensure vignetting did not occur over the range -4D to +3D of defocus and -4.5D to +5.5D of astigmatism.
Calibration data is presented below in Section 4. This same value of ∆z was used for all the subjects measured in this study and the calibration of the set-up.
Wavefront retrieval
Each pixel on the CCD sampled approximately 68µm over the pupil plane. Wavefront reconstruction was obtained using a Gerchberg-type algorithm (GA) -an iterative, discrete Fourier transform domain filtering technique [1] . The GA exploits the fact that a Laplacian in object space is proportional to a multiplication by the angular frequency squared (u 2 + v 2 ) in Fourier space. The Laplacian operator can be expressed, in
Fourier space, by
where u and v are the spatial frequencies, F and F −1 are the Fourier transform pair operators and i is √ −1. Thus, it is simple to invert the Laplacian operator in Fourier space to solve for W in Eq. 1.
However, since S is bounded, the simple relationship described above no longer holds, and so S must be extrapolated. This is achieved by imposing Neumann boundary conditions along the boundary.
The reconstruction algorithm is illustrated in Fig. 2 . In the first part (right side), the above mentioned
Fourier technique is applied to the sensor signal S to estimate W . In the second part (left side), the boundary conditions are applied to the normal derivative of W . For this, the radial derivative of W is set to zero along a narrow band around the sensor signal boundary. The band is created by subtracting the binary masks obtained by dilating and eroding an estimated binary mask for the sensor signal by one pixel. The total thickness of the band is thus two pixels although its precise thickness was not found to be crucial. The Laplacian of the estimated wavefront is replaced with the experimental data within the region bounded by the narrow band whilst keeping the extrapolated signal on and outside of the band.
The root-mean-squared (RMS) difference between the wavefront estimates from one iteration to the next is used as a stopping criterion. The final wavefront estimate is taken to be the portion within the estimated pupil boundary. This boundary is estimated by creating a binary mask whose radius is equal to the mean radius of the two out-of-focus images. The convergence follows a base 10 logarithmic decline with iteration. Wavefront reconstructions can be obtained in three seconds using Matlab (including both the image extraction and the GA with four iterations), achieving a wavefront RMS difference of less than 5%.
Calibration
The sensor was calibrated using trial lenses of known sphere. The resulting sensor response curve over the range -4 to +3 diopters is shown in Fig. 3(a) . Note that this is the range known to be free of vignetting as discussed in Section 2. The response is highly linear over most of the range. Also shown is a plot of the residuals, where the residuals are defined as the absolute difference between the measured sphere and the expected value according to the slope of the linear fit. The residuals plot helps us to define the region over which the sensor's response is linear to defocus, and hence its dynamic range. The linear fit was accordingly repeated over this region (-3 to +2.5D). The resulting slope was used as a calibration factor multiplying the nominal value of ∆z obtained from Eq. 2 for all subsequent analysis. Note that the error in the estimation of defocus seems to be larger near zero than in the rest of the region of linear response.
The origin of this error was not characterised and will be addressed in the future.
Using this calibration factor, the sensor's response to cylindrical trial lenses was verified. The resulting response curves for cylindrical trial lenses at approximately 0 • and 45 • is shown in Fig. 3(b) and Fig. 3(c) respectively. Once again, the response curves are highly linear over a range of several diopters. The linearity was within 10% for the data taken at approximately 0 • over the range -4.5 to +5.5 diopters, and within 7% for the data taken at approximately 45 • over the range -4.5 to +3 diopters. Based on the relative slopes of the curves for 0 • , the cylindrical lenses were oriented with their axes at approximately 3.0 • with respect to the CCD array. Similarly, for the data set taken at nearly 45 • , the true approximate angle was found to be 43.8 • .
Results
After calibration, the system was further tested using a phase plate encoding the aberrations of a real eye [20] . A number of interferograms of the phase plate from a Mach-Zender interferometer (MZI) were recorded for comparison. One of these interferograms is shown in Fig. 4(a) . Figure 6 shows the results obtained from these 3 eyes. All results shown are an average of 18 measurements. The left column shows the wavefront estimated from the curvature sensor using the algorithm described in Section 3. The right hand side column shows the magnitude of the Zernike coefficients obtained from a least square fit to the wavefront on the left using a Zernike polynomial base. The ordering of the polynomials used was that of Noll [21] . The subjects' prescriptions estimated from these data are as thors in the agreement between subjective refraction and its estimation from full wavefront aberration data (see for example reference [22] ). As the fixation target was the red spot formed on the retina by the probing beam, and the rest of the environment was completely dark, accommodation may have not been fully relaxed, accounting for the myopic shift in Subjects 1 and 2. In addition to this, the larger error in defocus observed in the phase plate and calibration plots discussed before may have had an effect in the measurements. The large standard deviations for the angle in Subjects 1 and 3 are consistent with the very small amount of astigmatism present in those eyes and the larger changes expected in this angle as the two Zernike components change relative to each other in phase with fluctuations of accommodation [23] . As the astigmatism prescription of Subject 2 is much larger, the variability in angle will be much smaller as it will be strongly dependant on the variability of the ratio between C 5 and C 6 in Fig. 6 (d) [23] . The behaviour of the higher order aberrations appears to be in line with previous reports of large populations [24] [25] [26] , although the sample is too small to draw any conclusions in this respect.
Conclusion
We have presented a curvature wavefront sensor and demonstrated the feasibility of using it to measure aberrations of the human eye. The layout proposed is novel, and the algorithm proposed has been adapted from previously published work [1, 16] . The design of the set-up incorporates two field lenses that, together with a beam separator, define the distance ∆z between the two defocused planes. The data obtained was processed using a Gerchberg-type algorithm and the wavefronts reconstructed. The quality of the signal from real eyes enabled the wavefronts to be reconstructed without apparent problems. The characteristics of the reconstructed wavefronts were in line with expectations; that is, defocus and astigmatism behaved as expected from the subjects' prescriptions [22] , whilst higher order aberrations seem to behave similarly to previous studies of large populations [24] [25] [26] , although our sample is too small to draw any conclusions.
In summary, we have presented a feasibility study to use the sensor in the eye. We have not characterised the impact that noise in the signal may have in the reconstruction algorithm, nor did we compare this method with other wavefront sensing methods. We are aware of these needs and they will be addressed in the future. column shows zernike coefficients fitted to the retrieved wavefronts in the same order as used by Noll [21] .
